
C-4000 Firmware Version
Main & Sub program

Date Main No. Sub No.
2025/2/10 10 10 Mass production version

Performance inprovements
1) Reduced measurement time for improved operational efficiency.

Bug fixing
1)

2) Addressed a minor issue affecting display quality.
Bug fixing

1) Resolved an issue where backup data errors were occasionally not detected correctly.
2) Addressed a minor issue.

Note

Sub program version number
Main program version number

JT40 C-4000 with Lux reading in Japanese language only
JT42 C-4000 with Lux and Foot-candle reading in English language only

Firmware  version number can be checked in "Product information" in
"Setting" in C-4000

Contents

2025/8/7 11 11 Resolved an issue where measurement values could exceed the specified range under certain
lighting conditions, even within the designated measurement range.

If a backup data error is detected, the following error message will be displayed.
In that case, remove the batteries, and ask your retailer or Sekonic to service the meter.
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